[Experiences with Reflolux in blood sugar self testing].
As to correctness and accuracy the Reflolux system is comparable to the conventional measurement of blood glucose under laboratory conditions. Its handling is simple and safe so that diabetic patients are able to check their blood sugar reliably by self-control. Skilled patients achieve just as good results as laboratory personnel.